In several of our earlier papers * Bulletin, 9, pp. 154, 168, 514. 
in an excess weight of deposit in the large-size voltameters over that in the smaller sizes which were used simultaneously in series. This difference was seldom very large and was generally attributed to experimental error prior to the middle of February, 1910 The slight inclination appears to show that not all the electrolyte was perfectly pure, which of course was hardly to be expected.
For the electrolyte as purchased-that is, slightly impure-we compute for the porous-cup voltameter y = 4. ox and similarly for the Kohlrausch, new form, and siphon forms y = 6.ix. 
